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SPECIFICATIONS 
Power RequirementS:........-.-. 105-125V AC, 50-60 Cycles, 5 Watts. 
Tube Complement:..........-.-. 1 6AL5 Clipper, 1 OB2 Voltage Regulator. 
Input Impedance: ... 2.1.2... eee Approx. 25 MMF with signal fed through calibrator 


Ranges: Using Peak-To-Peak Volts 
Control and Output Multi- 


Plier Switeh 3 oc. w wwe Aes 0- 1 Volt 
0 ~ 1 Voit 
0 ~ 10 Volts 
0 - 100 Volts 


Cabinet Dimensions: ..........-- 8 1/8" Wide x 4 3/8" High x 4 7/8" Deep 
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